The detection of hidden visual loss in optic neuropathy: VISTECH test at variable illuminations.
The sensitivity of the VISTECH chart in the detection of hidden visual loss is debated. We tried to evaluate the diagnostic value of the test by using different illumination levels. Twelve MS-patients with normal acuity but a pathological VEP were examined at 9 different illuminations. We did not identify more abnormalities among patients, using VISTECH test at other illumination levels than the one recommended by the manufacturer.